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Fig. 4.  Vertical  scatter radiation profiles  in a vertical plane 
for an undercouch X-ray tube fluoroscopic installation, 
horizontal x-ray beam. 
 
Presented figures demonstrate that the protective 
tools have a considerable effect; with the screens 
removed the dose profiles are flattened in shape. On 
removal of these screens the dose rate is increased by 
more than factor of ten.   
The resulting body exposure is extremely non-
uniform. Under such conditions the partially 
unshielded organs in the trunk, together with tissues 
and organs in the head and neck region influence the 
effective dose. The eye lens dose is of particular 
concern. The assessed whole body and eye doses for 
different x-ray unit geometries and protective tool 
arrangements are presented in Table 1. Estimated 
effective dose was in the range from less than 0.01 to 
0.06 mSv per procedure  for radiologist, and from less 
than 0.01 to 0.02 mSv per procedure for radiographer, 
depending on the geometrical configuration and level 
of personal protection. Corresponding unprotected eye 
doses were estimated to be in the range 0.03 – 2.8 mSv 
per procedure for radiologist and 0.02-0.78 mSv for 
radiographer. The highest exposures are associated 
with overcouch tube geometry and absence of table 
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Fig. 5.  Vertical  scatter radiation profiles  in a vertical 
plane for an undercouch X-ray tube fluoroscopic 
installation, couch in vertical position 
 
Major problems and sources of uncertainty in 
occupational dose assessment are related to the 
variations in staff positions and variable technical 
factors used during fluoroscopy, in particular 
fluoroscopy time and number of  images or series. 
It was assumed that the staff wears lead-rubber 
protective devices of different lead equivalent and 
transmission factor. Table 1 provides  the weighted 
surface doses for the cases in with no protective 
clothing and for the for different types of personal 
protective devices. When applicable, a factor to take 
account of dose reduction achieved by the lead apron a 
partial body shielding was applied. In that manner, 
weighted surface dose contains contributions from 
organs lying outside the protective apron. The 
calculations were performed for protective aprons of 
lead equivalent of 0.25, 0.35 and 0.5 mm and for the 
combination of apron of lead equivalent of 0.35 mm 
and thyroid shield of lead equivalent of 0.25 mm.  
Similar calculations were performed to estimate 
eye doses and these values are also given in Table 1.  
 
Table 1 Estimated doses to staff during fluoroscopic procedures 
 
Category of staff 
                                                      Dose per procedure [mSv]
No apron 
With apron (mm lead equivalent) Eye dose 
[mSv]  0.25 0.35 0.5 0.35 +0.25* 
Radiologist   
overcouch X-ray tube unit  













overcouch X-ray tube unit  





























<0.01 <0.01 <0.001 <0.01 
0.03
(0.01-0.07) 
Radiographer   
overcouch X-ray tube unit  













overcouch X-ray tube unit  













<0.01 <0.01 <0.01 <0.01 0.04
(0.01-0.10) 
undercouch X-ray tube unit  
(vertical) 
<0.01 <0.01 <0.01 <0.01 <0.01 0.02
(0.01-0.05) 
  
  2 
The data in the Table 1 emphasize the 
importance of wearing a lead apron. It is worth 
mentioning that increasing lead thickness above 
0.35 mm dose not deliver much dose reduction, but 
substantially increase the apron weight. Additional 
thyroid shielding results in more completed 
shielding of the body, so the combination of apron 
of lead equivalent of 0.35 mm and thyroid shielding 
thickness of 0.25 mm Pb would be very efficient in 
reduction the effective dose. 
Assuming a radiologist performs five procedures 
daily, five-day week, 48 week-year, a maximum of 
about 1200 examinations could be performed 
annually.  In practice, in most cases annual 
workload is only a fraction of this number. 
3. CONCLUSIONS 
Scattered radiation rates in the vicinity of  
fluoroscopy equipment can be quite high, depending 
on type of fluoroscopic procedure and equipment 
configuration, as well as on the use of protective 
tools. In overcouch-tube fluoroscopy with the 
radiologist at the couch side, a significant dose to 
the eye may result from modest number of 
procedures. Under these circumstances, protective 
actions need to be taken.  
In undercouch-tube fluoroscopy, the estimated 
dose is well within dose limits. Dose to eyes is, 
however, limiting factor. Consequently, wearing eye 
protective glasses should be mandatory.  
In addition, it is important to consider personal 
monitoring arrangements for each type of procedure 
and equipment type, as the use of individual 
monitoring is the best way to track occupational 
exposure of an individual.  
Presented methodology could be used as an 
option when individual monitoring is not available 
or regular. Using presented data, extrapolation to 
different diagnostics techniques can be applied, in 
respect to differences in workload, fluoroscopy time, 
exposure factors, field sizes and use of protective 
tools.  
The presented results allowed for realistic 
estimations of the occupational whole body dose 
and dose to the  eyes from the workload of the staff 
members  and from the level of use of radiation 
protection tools when personal dosimeters have not 
been regularly used.  
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